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1. 

Model  XL,  is  herewith  submitted. 

2*  R.D.R.C.  Adaptooater  Model  21  «u  left  at  the  Subaa- 

rine  Base,  Sum  London,  Connecticut,  by  fir,  Charles  V.  Brey  of  the 
Rational  fieeeeroh  Cornell  eo  that  reliability  data  might  be  Obtained 
from  a  group  of  Submarine  Baee  pereonnel.  On  July  25th  and  26th  ouch 
a  eerie*  wee  run  by  Doctors  Bartlett  and  Verplanok,  psychologist#  at* 
taehed  to  the  Sight  Vision  Board,  Submarine  Baee,  Smr  London,  Com# 

3*  nineteen  subjects  were  employed.  Thee#  men  were 

prisoners  in  the  Brig  and  constituted  a  group  whose  behavior,  outside 
of  the  experimental  situation,  wae  adequately  controlled,  especially 
with  respect  to  sleep  add  to  the  use  of  liquor*  Mine  men  were  tested 
on  the  morning  of  July  25th  and  ten  on  the  afternoon  of  the  ease  day. 

On  the  following  day  each  man  wae  retested  after  an  Interval  of  approod* 
mately  twenty-four  hours.  The  procedure  employed  on  the  first  day  was 
that  developed  by  Or.  Bray  at  Princeton  University.  On  the  seoond  day 
the  same  prooedure  wae  employed,  with  the  exception  that  the  initial 
Instructions  were  abbreviated,  being  reduced  to  some  half  dosen  practice 
triala  with  a  brief  verbal  reminder  of  the  use  of  the  fixation  light  and 
of  the  permiesibility  of  guessing. 

4.  The  cooperation  of  the  subjects  was  insured  by  a  reward  of 
one  package  of  cigarettes  to  each  man,  with  the  prise  of  a  carton  for 

the  man  making  the  best  score* 

5.  RESULTS 

The  mean  score  on  the  first  day  was  21.02,  on  the 
second  day  20.01.  Corresponding  Standard  Deviations  were  6.82  and  7*32 
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respectively.  The  difference  la  the  aea ns,  then,  m  fortuitous,  u 
is  evident  from  examination  o f  the  Critical  Ratio  of  «?0«  The  toot* 
retort  reliability  coefficient  of  the  Tert  determined  by  thle  experl* 
neat  Is  *63 •  Shea  corrected  for  attenuation  the  test-retert  reliability 
proved  to  be  •7T» 

6*  Theee  reeulte  would  eeem  to  Indicate  that  under  the 

present  tert  conditions,  the  N.D.R.C.  Adaptcaeter  Model  II  ylelde  data 
which  are  e&tiefactorily  reliable* 
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